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responsibility of XAbstract The quantitative analysis of glutathione (GSH) is important in different ﬁelds like medicine,
biology, and biotechnology. Accurate quantitative measurements of this analyte have been hampered
by the lack of well characterized reference standards. The proposed procedure is intended to provide an
accurate and deﬁnitive method for the quantitation of GSH for reference measurements. Measurement
of the stoichiometrically existing sulfur content in puriﬁed GSH offers an approach for its quantitation
and calibration through an appropriate characterized reference material (CRM) for sulfur would
provide a methodology for the certiﬁcation of GSH quantity, that is traceable to SI (International
system of units). The inductively coupled plasma optical emission spectrometry (ICP-OES) approach
negates the need for any sample digestion. The sulfur content of the puriﬁed GSH is quantitatively
converted into sulfate ions by microwave-assisted UV digestion in the presence of hydrogen peroxide
prior to ion chromatography (IC) measurements. The measurement of sulfur by ICP-OES and IC (as
sulfate) using the ‘‘high performance’’ methodology could be useful for characterizing primary
calibration standards and certiﬁed reference materials with low uncertainties. The relative expanded
uncertainties (% U) expressed at 95% conﬁdence interval for ICP-OES analyses varied from 0.1% to
0.3%, while in the case of IC, they were between 0.2% and 1.2%. The described methods are more
suitable for characterizing primary calibration standards and certifying reference materials of GSH,
than for routine measurements.




i’an Jiaotong University. 1. Introduction
The tripeptide glutathione (GSH) is widely studied in many
research areas, such as biochemistry, food, medicine, dietary
supplement and also in cosmetics [1–3]. It has strong antioxidativelsevier B.V. All rights reserved.
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hydrogen peroxide and hydroxyl radicals [4]. Further, GSH is
used in the treatment of many types of intoxication of the human
organs due to heavy metals, drugs and alcohol. It has also been
used for the treatment of liver disorders, eczema, renal dysfunction
and nephrotoxicity [5]. Some of these applications demand an
accurate quantitation of GSH. Although, analytical techniques
have greatly advanced over the last decade, accurate quantitation
of this analyte is still a challenging task mainly because GSH do
not have unique spectral characteristics for easy quantiﬁcation [6].
Therefore, the commonly used HPLC techniques require pre or
post column derivatization with o-phthalaldehyde [7,8] or mono-
bromobimane [9] and other reagents [6,10] with either ﬂuorescence
[11] or electrochemical detection [12] for the determination of
this analyte. Bramanti et al. [13] have reported a cold vapor
generation atomic ﬂuorescence spectroscopy (CVGAFS) for GSH
measurement in human whole blood. Recently a highly sensitive
method based on capillary electrophoresis with laser induced
ﬂuorescence has been used for the determination of GSH [14–16].
Although most commonly used HPLC-based methods with
ﬂuorescence measurements [9,11] provide high sensitivity for the
determination of GSH in various matrices, they are not suitable
for high-accuracy measurements required to characterize high
caliber primary standards and certiﬁed reference materials
(CRMs), where measurement uncertainty of o1% is required.
Traceable reference material of GSH will aid in comparing
results from different laboratories or between various methods
and for quality control in routine analysis. The production of
GSH CRM will require an accurate and traceable measurement
with small uncertainty for the certiﬁcation purpose. In order to
boost the uncertainty budgets, the uncertainty of the CRM should
be at least a factor of 2 smaller than the uncertainties of the
measurement results obtained with the routine procedures [17].
This requires analytical reference procedures preferably to have
expanded uncertainty below 1%.
Recently, the quantitation of DNA [18,19] and protein
[20,21] has been carried out via measurement of stoichiome-
trically existing phosphorus and sulfur content respectively.
The use of sulfur measurement of puriﬁed GSH and
calibration through an appropriate CRM for S would
provide a traceable methodology for the certiﬁcation of
GSH quantity. A ‘‘high performance’’ methodology [22,23]
developed at National Institute of Standards Technology
(NIST), USA has been used for the measurement of
different analytes by ICP-OES [18,19,22–24] and anions
by ion chromatography [25,26] for high-precision and high-
accuracy quantitation with low measurement uncertainties.
The goal of the present work has been regarding the
implementation of ICP-OES and IC for the precise quanti-
tation of sulfur in order to quantify GSH with small
measurement uncertainties using the ‘‘high performance’’
methodology so as to provide accurate and deﬁnitive ways
for the quantitation of GSH for reference measurements.
The ICP-OES technique do not require any sample diges-
tion as the residence time in the high temperature plasma
will decompose the molecule into elemental level. However,
in IC, the sulfur content in GSH is quantitatively converted
to sulfate by microwave (MW)-assisted UV oxidation.
Based on experimental results, the proposed measurement
methods may be used for the certiﬁcation of pure
GSH materials with relative expanded uncertainties of less
than 1%.2. Experimental
2.1. Instrumentation
Analysis of sulfate was carried out using an ICS-3000 ion
chromatography system (Dionex, Sunnyvale, USA) equipped
with a quaternary gradient pump; detector compartment
containing a chromatography oven and a conductivity detec-
tor (ICS-3000 series). The chromatography oven was utilized
to help prevent baseline drift caused by temperature variation.
All columns used in this study were from Dionex. For the
separation of anions an IonPac AG20 guard column
(50 mm 4 mm) and IonPac AS20 (50 mm 4 mm) analytical
column were used. The eluent was sodium hydroxide (15 mM)
at a ﬂow rate of 1 mL/min. The injection volume for
determination of sulfate was 25 mL. Anion self regenerating
suppressor (ASRS-300) from Thermo Fisher was used in the
IC analyses for suppressing the conductivity due to eluent. The
instrument control, data acquisition and processing were
performed with Chromeleons software (version 6.80). ICP-
OES instrument used in this experiment is a Teledyne Leeman
Labs Prodigy, a dual view ICP with a free running 40.68 MHz
RF generator, solid state array detector, and an integrated
autosampler. The emission lines used for sulfur and phos-
phorus (internal standard) were 180.731 nm and 213.617 nm
respectively. A concentric nebulizer (Meinhard) in combina-
tion with cyclonic spray chamber was used for sample
introduction. These parameters produced robust plasma giv-
ing Mg (II) 280.270 nm to Mg (I) 285.213 nm intensity ratios
48. All spectra were viewed in radial mode and quantiﬁed as
peak areas with two-point background correction. Two hours
before starting the measurements the ICP spectrometer was
purged with 5N pure nitrogen.
A microwave digestion device (Multiwave-3000), equipped
with quartz vessels (80 mL capacity) from Anton Paar GmbH
was used for digestion. Cadmium low-pressure discharge
microwave lamp (Part no.16846; Anton Paar GmbH,) was
used as the UV source, the technical details of which are
described in published literature [27]. The vessels and lamps
were cleaned by soaking them in 5% Decon90 (Zinser
Analytik GmbH, Frankfurt, Germany) overnight followed
by careful rinsing with deionized water. Moisture content of
GSH was carried out using a Karl Fisher titrator. The residual
carbon content (RCC) of GSH digest was measured using a
TOC analyzer (TOC-VCPN 5000A, Shimadzu, Japan).2.2. Reagents
Hydrogen peroxide (30%), Suprapurs grade was obtained from
Merck (Darmstadt, Germany). All sample and calibrant prepara-
tions were performed using water with a minimum resistivity of
18 MO cm that was obtained from a Millipore water puriﬁcation
system. The CRM from which calibration solutions were prepared
for IC/ICP-OES methods was TraceCERTs traceable certiﬁed
reference material (Sulfate standard solution, lot no.BCBC2168,
Sigma-Aldrich, Switzerland). The certiﬁed sulfate mass fraction is
1001 mg/kg with an expanded uncertainty of 4 mg/kg, which is
traceable to SI unit kg and measured against a NIST SRM.
A stock solution (1 mg/g) of bromide was prepared by dissolving
highly pure grade salt of NaBr (Suprapurs, Merck, Germany) in
deionized water. For internal standard in ICP-OES measurements,
Table 1 Comparison of sulfur mass fractions obtained by













aThe GSH aliquots were digested by microwave in the
presence of 1 mL HNO3 and 1 mL H2O2.
L. Rastogi et al.182phosphorus standard solution (CertiPURs Reference Material,
Merck, lot no.HC934479) was used. The certiﬁed P mass fraction
is 1.00 mg/g, which was traceable to NIST SRMs 3139a, lot
060717. L-GSH reduced used in this study was from Sigma Life
sciences (Sigma-Aldrich, Switzerland) and was used without any
further puriﬁcation. The moisture content in GSH was carried out
using an automated Karl Fischer titrator (Metrohm, Switzerland).
The density of the GSH stock solution (1000 mg of GSH g1) in
deionized (DI) water was found to be 0.9988 g/cm3. In order
to prevent oxidation, the stock solution was prepared fresh daily
and was kept at 4 1C with protection from light. The purity
of the GSH sample was examined by using an HPLC–MS and a
bridged amide column (Xbridge amide, 250 mm 4.6 mm,
Waters), where only a single peak was observed in the chromato-
gram. This suggested that the GSH was at least 99% pure (mass)
and further the presence of cystine, the most likely impurity was
not detected.
2.3. MW-UV digestion
All samples and calibrant preparations were performed
gravimetrically on a four place analytical balance (Afcoset,
ER-180 A). An appropriate amount of GSH sample
(15–300 mg) and 2 mL of H2O2 (30% v/v) and required amount
of bromide stock standard were weighed into a PFA beaker
(20 mL capacity, Cole Parmer, USA). The solutions were diluted
gravimetrically to 10 g, mixed well and quantitatively transferred
to the quartz digestion vessel equipped with an UV lamp. After
sealing the vessels, the contents were digested in the microwave
system with a pressure limit of 75 bar. The Multiwave-3000 was
pre-programmed as follows: microwave power, 1000 W; diges-
tion time, 20 min with cooling fan at level 1; cooling time, 15 min
with cooling fan at level 3.
2.4. Analysis of sulfur
A ‘‘high performance’’ methodology [18,19,22–25] has been
used for the analysis of sulfate by IC and sulfur by ICP-OES
in order to obtain relative expanded uncertainties on the order
of 0.2% expressed at 95% conﬁdence interval. Brieﬂy, the
‘‘high performance‘‘ methodology includes an internal stan-
dard, a drift correction technique and gravimetric solution
preparation. To perform analyses using the ‘‘high perfor-
mance’’ methodology, a set of calibration standards (sulfur,
sulfate) and a set of GSH solutions (ICP-OES) or its MW-UV
digest (IC) are gravimetrically prepared, where the calibrants
are prepared to mimic the expected characteristics of
GSH or its digest with respect to analyte (sulfur, sulfate)
and internal standard (phosphorus, bromide) mass fractions.
The internal standard in each case is used to compensate for
short-term noise and a drift correction procedure [28] to
correct for low frequency noise. The amount fraction is
determined as mass fraction, thus eliminating the uncertainty
associated with density and its temperature dependence. All
sample handling, i.e., dilutions and addition of internal
standard was performed gravimetrically, with relative uncer-
tainty from weighing of less than 0.1%. IC measures sulfate
and ICP-OES measures sulfur. In the described work, an
assumption is made in that the proportion of standard to
unknown used to calculate mass fraction is equivalent whether
sulfur or sulfate is measured.Six preparations were typically made gravimetrically each
for the IC calibration standard and the GSH MW-UV digest.
The mass fraction for sulfate in these solutions ranged from
0.5–10 mg/g. These solutions were spiked with solution that
contained bromide at a mass fraction 50 mg/g to obtain similar
bromide mass fractions in the sample and calibrant solutions.
Four blanks were prepared containing only the hydrogen
peroxide. Similarly, for the ICP-OES measurement of sulfur, a
set of six calibration standards and an equal number of GSH
sample solutions were gravimetrically prepared so that all
standards and samples are nominally the same with regard to
the analyte (S) and the internal standard (P) mass fractions.
The mass fraction of sulfur in these solutions ranged from 10
to 20 mg/g. These solutions were also diluted gravimetrically to
10 g. The respective sample solutions and calibration stan-
dards are run in the IC and ICP-OES instruments in a
randomized complete block sequence [24,25,28] which is
necessary for the implementation of drift-correction.3. Results and discussion
3.1. Quantitation of sulfur by ICP-OES
As GSH is water soluble, direct aspiration of its aqueous solution
into ICP plasma is practical with the technique provided that the
residence time in the plasma is sufﬁcient to completely dissociate
GSH molecule. For validation of this approach, the sulfur mass
fraction of aliquots of GSH after microwave-assisted digestion
(1 mL HNO3þ1 mL H2O2) was measured and compared against
to those obtained from aliquots without digestion. For ICP-OES
analysis of GSH, it was not necessary to digest the GSH solution
as indicated by the results shown in Table 1. Agreement of the
sulfur mass fraction results between the digested and undigested
GSH aliquots by ICP-OES was observed in the range of GSH
concentrations having sulfur mass fractions between 5 and
30 mg/g. However, to obtain metrologically sound analytical
measurements through ‘‘high performance’’ protocol, the level of
sulfur [24] and internal standard (phosphorus) mass fraction
introduced into the instrument were maintained between 10 and
20 mg/g. Mass fraction above 20 mg/g was avoided to minimize
cross contamination and carryover. To facilitate close matching of
the calibrant with the sample solution, the sulfur concentration in
one aliquot of the GSH digest was obtained by a preliminary ICP-
OES experiment using external calibration.
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For the determination of sulfur by IC, mineralization of GSH
and conversion of sulfur to sulfate are required. Normally, in
classical wet chemistry, nitric acid is used for the mineralization
of organic matrix. However, the ﬁnal digest containing large
amount of nitrate ions creates interferences in the low capacity
IC columns. As a better alternative, in the present experiment,
the microwave (MW) assisted-UV photolysis [27] has been
utilized for fast and efﬁcient mineralization of GSH and
simultaneous conversion of the sulfur content to sulfate in the
presence of H2O2 alone. The action of UV radiation on dissolved
organics results in the formation of many intermediate com-
pounds like excited states of hydrogen peroxide, singlet oxygen
and hydroxyl radicals. Further, H2O2 absorbs UV light and
undergoes O–O bond cleavage from its electronically excited
state, leading to hydroxyl radical (OHd) production and these
hydroxyl radicals initiate the degradation of organics into carbon
dioxide and water [29]. Multiple MW-UV experiments were
carried out using varying amount of hydrogen peroxide (0.5 mL–
2 mL, 30%) for 15 min and the residual carbon content (%) [30]
of the GSH digest (GSH mass fraction of 300 mg/g) was
determined to evaluate the mineralization efﬁciency. The sulfur
mass fraction measured by IC (as sulfate) was compared against
the ICP-OES values to evaluate the extent of conversion
efﬁciency (sulfur-sulfate) by the MW-UV procedure. A combi-
nation of 2 mL of H2O2 with 10 min of MW assisted UV
photolysis provided a residual carbon content (%) of 0.2.
However, the sulfur mass fraction obtained by IC was at
80% of the ICP-OES values. The quantitative conversion
was achieved by carrying out the UV photolysis for 20 min as
the sulfur mass fraction of the digest obtained by IC
(3.1170.04 mg/g) was in close agreement to that obtained by
ICP-OES (3.0970.03 mg/g). Additionally, lowest residual carbon
content of 0.03% was obtained under these conditions of MW-
UV photolysis (Fig. 1). The quantitative mineralization of GSH
may be attributed to high efﬁciency of UV photons due to 4p
geometry and the attainment of temperature of 230 1C. Further,
the oxidizing power of hydrogen peroxide is enhanced in the
presence of UV light [29] and most importantly the digest isFig. 1 Extent of total organic carbon (TOC) removal and
conversion (sulfur to sulfate) of GSH with time in the presence
of hydrogen peroxide by MW-UV.amenable to suppressed-IC analysis as water is the main product,
when the oxidizing strength of H2O2 is spent.
3.3. Quantitation of sulfur (as sulfate) by IC
The MW-UV digest of GSH was expected to contain nitrate
ions as it contains three –NH2 groups per molecule. As in the
present experiment bromide is used as internal standard, the
analytical column IonPac AS20 was used, which provides base
line resolution between bromide and nitrate. The analyte peak
(sulfate), internal standard (bromide) and nitrate peaks were
completely resolved within a reasonable time of 10 min
(Fig. 2). In the GSH digest (mass fraction 30 mg/g); the
calculated nitrate concentration will be 18 mg/g, assuming a
quantitative conversion of nitrogen to nitrate. However,
practically it was observed that only 20–25% of the nitrogen
is converted to nitrate and this could be explained on the basis
that quantitative conversion of nitrogen to nitrate requires an
alkaline medium, whereas, the present MW-UV photolysis is
carried out at neutral pH. Brennan et al. [25] had advised that
quantitation of anions through ‘‘high performance’’ metho-
dology by IC containing signiﬁcant anionic matrix requires in-
depth investigation relating to matrix matching of the cali-
brant to ensure that the analytical sensitivity is consistent
throughout the analysis. Therefore, experiments were carried
out to evaluate the effect of nitrate ions on the ratio of sulfate/
bromide peak height. Set of solutions were prepared to
contain identical sulfate and bromide mass fractions but with
varying mass fractions of nitrate (up to 25 mg/g). These ratios
of sulfate to bromide were compared with the results obtained
when no nitrate was present. It was observed that the ratios
were the same both in presence and absence of nitrate at the
above mass fractions. So, the calibrants were prepared without
matrix matching with respect to nitrate.
3.4. Process blank
In the ‘‘high performance’’ methodology analytical process
blanks were handled because sometimes commerciallyFig. 2 Chromatogram of MW-UV digested solution of GSH
solution (mass fraction of 15 mg/g) after oxidation to sulfate.
A ﬂuoride peak appears as a result of leaching from the Teﬂon
spacer and holder used for the microwave lamp.
L. Rastogi et al.184available Suprapur grades hydrogen peroxide contains traces
of sulfate as impurity.3.5. Drift correction
The drift correction was carried out as described by Salit and Turk
[28] for ICP-OES and further elucidated recently for IC by
Brennan et al. [25]. In the present experiment, there are six
preparations each for the calibrant and GSH solution or its digest.
As per the ‘‘high performance’’ methodology, the solutions are
measured in a randomized sequence, until each solution has been
measured once, then again in a randomized sequence, until each
solution has been measured a second time, and so forth, until each
preparation has been measured six times. So, in all there were 72
readings, 12 per block times 6 blocks. The observed sulfate to
bromide peak height (IC) or the sulfur to phosphorus signal
intensity ratios (ICP-OES) for all the readings (72) of the
randomized block sequence is plotted against the solution run
sequence. A polynomial is ﬁtted to the plotted data in each case.
The equations for the ﬁtted polynomial are then used to correct
the signal ratios for the drift of respective instrumental techniques.
Fig. 3 represents the instrumental drift for sulfur and sulfate
measurement by ICP-OES and IC respectively. The ﬁtted poly-
nomials are also depicted in the respective ﬁgures.Fig. 3 Instrumental drift pattern of: (A) ICP-OES for the
analysis of sulfur with phosphorus as internal standard using
peak area ratio; (B) IC for the analysis of sulfate with bromide as
internal standard using peak height ratio. The polynomial
depicted in each ﬁgure was used to correct the signal ratios for
the drift. The drift is smaller in the case of ICP-OES than the IC.The effectiveness of the drift correction was evident by
comparing the RSD values of replicate measurements with
and without drift correction applied for both the techniques.
The RSD with drift correction for a sulfate mass fraction of
1 mg/g was smaller (1.1%) compared to an RSD value of 1.3,
which was obtained without drift correction. Similarly, apply-
ing drift correction the RSD value for replicate measurements
was reduced marginally by 0.04 (sulfur mass fraction of 20 mg/
g) by ICP-OES measurement.3.6. Sulfur mass fraction
The ‘‘high performance’’ methodology is a relative method
that compares the analyte-to-internal standard intensity ratio
measured in an unknown sample to those ratios measured in a
calibrant whose amount ratio is well known. The differences
between the analyte (S, SO4
2) mass fraction of the calibration
standard and GSH solution or its digest observed instrumen-
tally are used to calculate the sulfur mass fraction of GSH
sample. Eq. (1) [22] is used to calculate the sulfur mass fraction
in GSH from the measured signal and mass ratios of the
calibrant and GSH solution or its digest:






where I is the signal intensity (drift corrected) and m is the
mass of sulfur or phosphorus (internal standard) in the
calibrant and GSH solution for ICP-OES measurement.
Similarly for the IC technique the same equation is used by
measuring sulfate with bromide as internal standard. In the
case of IC, from the measured signal, reagent blank signal for
sulfate is subtracted prior to drift correction. In the case of
ICP-OES, sulfur measurement was carried out directly from
the aqueous GHS solution, without any sample digestion, andTable 2 Quantitation of the mass fraction of sulfur









10.385 (0.034) 103.85 (0.30) 997.5(2.8)
15.547 (0.023) 103.64 (0.16) 995.2 (1.6)
19.738 (0.029) 103.85 (0.14) 997.2 (1.2)
IC
0.158 (0.002) 104.28 (1.32) 1001.4 (12.6)
0.329 (0.002) 103.63 (0.63) 995.2 (6.0)
0.984 (0.003) 103.51 (0.31) 994.0 (3.0)
3.291 (0.006) 103.86 (0.20) 997.4 (2.0)
aAll values in the parentheses are expanded uncertainties.
bCorrected to the original glutathione stock from which all
the seven preparations were made.
Table 3 Sulfur mass fraction and uncertainty components.
Sulfur mass fraction and uncertainty components Type of uncertainty (A/B) ICP-OES IC
Sulfur mass fraction (mg/g) 10.38 0.329
Uncertainty due to replication variability A 0.0131421 0.000923
Uncertainty in sulfur CRM B 0.000004 0.000004
Uncertainty due to instrument sensitivity variability A 0.009813 0.000612
Uncertainty due to blank variability A – 0.000032
Combined uncertainty
Uc 0.017 0.001
k (expansion factor) 2 2
U (expanded uncertainty) 0.034 0.002
Urel 0.32 0.60
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observed.
Different mass fraction levels of GSH were prepared by
dilution of the original stock and analyzed for the sulfur mass
fraction contents by ICP-OES and IC and the results are presented
in Table 2. Consistent results were obtained with both the
techniques over a range of starting mass fractions when back
calculated to the original GHS stock mass fraction. There is
statistically good agreement (t-paired test) between the IC and
ICP-OES values for GSH mass fraction at 95% conﬁdence
interval. This agreement further conﬁrms that microwave assisted
UV-photolysis quantitatively oxidizes the sulfur content in GSH
to sulfate. The calculated GSH mass showed relative expanded
uncertainties that were in the range of 0.2–0.5% (ICP-OES) and
between 0.3% and 1.4% for IC. The IC values had larger
uncertainties than the ICP-OES. However, the minimum quantity
of GSH mass required for the IC technique is much smaller
(15 mg) compared to that of E1000 mg required for ICP-OES.3.7. Uncertainty evaluation
The ‘‘high performance’’ methodology [22] permits quantitative
evaluation of the uncertainty from sample and calibrant prepara-
tion including sample manipulation. Eq. (1) is used to calculate the
sulfur mass fraction from the measured signals from ICP-OES or
IC. The standard uncertainties of the measured ratios (analyte/
internal standard) were calculated as the standard deviation from
the six replicate measurements. The variation of replicate analyses
was estimated by using the standard deviation of the mean of the
six replicate readings. Other sources of variability that would
contribute to uncertainty were also considered. Variability in
sample dilution/digestion is evaluated with replicate dilution/
digestion; variability in calibrant preparation is quantiﬁed with
replicate calibrant preparation. Uncertainty in the known value
for the sulfur CRM standard was accounted for the calculation of
the expanded uncertainty. All weighing were performed on a four
ﬁgure analytical balance. The standard uncertainty on each mass
was determined from the repeatability of calibrated weight
measurements and the balance certiﬁcate. The recommendations
from the ISO Guide to the Expression of Uncertainty in
Measurement (GUM) [31] were used to estimate the expanded
uncertainties expressed at the 95% conﬁdence interval taking into
consideration all systematic and random sources of uncertainty. In
particular, expanded uncertainties were determined for sulfurmeasurements using the following equations:
uc ¼
ﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃ
u21 þ u22 þ u23 þ . . .
q
ð2Þ
U ¼ k uc ð3Þ
UðrelÞ ¼U  100=x ð4Þ
where ui (i¼1, 2, 3..) represents the individual component of
uncertainty, uc is the combined uncertainty, k is the coverage
factor (2), U is the expanded uncertainty, and x is the observed
measurement of sulfur mass. For IC data the uncertainty was
calculated in a virtually identical way. Differing only in that
variability in the values of process blank for sulfate was accounted
as an additional component of uncertainty. The contribution of
different uncertainty components of a particular S mass fraction
measurement are presented in Table 3 for each technique. The
uncertainty reported is the expanded uncertainty and is dominated
by the standard deviation of replicate measurements.4. Conclusions
The described method offers an approach for the quantitation of
GSH through precise determination of stoichiometrically existing
sulfur by ICP-OES and IC. Utilizing the metrologically sound
‘‘high performance’’ methodology sulfur could be quantitated with
very low measurement uncertainty of less than 1% with trace-
ability provided by the use of a sulfur CRM. Measurement of
sulfur requires that GSH be cleaned of other sulfur bearing
impurities. It is intended that sulfur measurement by both the
techniques will be very useful to produce high caliber reference
standards that can be subsequently used to underpin the fre-
quently used HPLC–UV and ﬂuorescence based techniques.
Compared to ICP-OES, the IC technique requires sample diges-
tion, which in turn contributes as an additional component of
uncertainty. However, ICP-OES requires relatively higher amount
of GSH (1000–2000 mg), whereas analysis by IC can be done with
a much smaller sample size (15–300 mg). Additionally, as the most
sensitive emission line for sulfur is in the vacuum UV, it requires
purging of the spectrometer and transfer optics with nitrogen. The
described methods are more suitable for characterizing primary
calibration standards and for validating and certifying reference
materials of GSH, than for routine measurements.
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